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(1) Calibrate all scales with readings
up to 10 mSv (1000 mrem) per hour with
a radiation source;

(2) Calibrate two separated readings
on each scale or decade that will be
used to show compliance; and

(3) Conspicuously note on the instru-
ment the date of calibration.

(b) A licensee may not use survey in-
struments if the difference between the
indicated exposure rate and the cal-
culated exposure rate is more than 20
percent.

(c) A licensee shall retain a record of
each survey instrument calibration in
accordance with §35.2061.

§35.63 Determination of dosages of un-
sealed byproduct material for med-
ical use.

(a) A licensee shall determine and
record the activity of each dosage be-
fore medical use.

(b) For a unit dosage, this determina-
tion must be made by—

(1) Direct measurement of radioac-
tivity; or

(2) A decay correction, based on the
activity or activity concentration de-
termined by—

(i) A manufacturer or preparer li-
censed under §32.72 of this chapter or
equivalent Agreement State require-
ments; or

(ii) An NRC or Agreement State li-
censee for use in research in accord-
ance with a Radioactive Drug Research
Committee-approved protocol or an In-
vestigational New Drug (IND) protocol
accepted by FDA.

(c) For other than unit dosages, this
determination must be made by—

(1) Direct measurement of radioac-
tivity;

(2) Combination of measurement of
radioactivity and mathematical cal-
culations; or

(3) Combination of volumetric meas-
urements and mathematical calcula-
tions, based on the measurement made
by a manufacturer or preparer licensed
under §32.72 of this chapter or equiva-
lent Agreement State requirements.

(d) Unless otherwise directed by the
authorized user, a licensee may not use
a dosage if the dosage does not fall
within the prescribed dosage range or if
the dosage differs from the prescribed
dosage by more than 20 percent.
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(e) A licensee shall retain a record of
the dosage determination required by

this section in accordance with

§35.2063.

§35.65 Authorization for calibration,
transmission, and reference
sources.

Any person authorized by §35.11 for
medical use of byproduct material may
receive, possess, and use any of the fol-
lowing byproduct material for check,
calibration, transmission, and ref-
erence use.

(a) Sealed sources, not exceeding 1.11
GBaq (30 mCi) each, manufactured and
distributed by a person licensed under
§32.74 of this chapter or equivalent
Agreement State regulations.

(b) Sealed sources, not exceeding 1.11
GBq (30 mCi) each, redistributed by a
licensee authorized to redistribute the
sealed sources manufactured and dis-
tributed by a person licensed under
§32.74 of this chapter, providing the re-
distributed sealed sources are in the
original packaging and shielding and
are accompanied by the manufacturer’s
approved instructions.

(c) Any byproduct material with a
half-life not longer than 120 days in in-
dividual amounts not to exceed 0.56
GBq (15 mCi).

(d) Any byproduct material with a
half-life longer than 120 days in indi-
vidual amounts not to exceed the
smaller of 7.4 MBq (200 puCi) or 1000
times the quantities in Appendix B of
Part 30 of this chapter.

(e) Technetium-99m in amounts as
needed.

§35.67 Requirements for possession of
sealed sources and brachytherapy
sources.

(a) A licensee in possession of any
sealed source or brachytherapy source
shall follow the radiation safety and
handling instructions supplied by the
manufacturer.

(b) A licensee in possession of a
sealed source shall—

(1) Test the source for leakage before
its first use unless the licensee has a
certificate from the supplier indicating
that the source was tested within 6
months before transfer to the licensee;
and
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